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GAS ANALYSIS

PART III

To judge of the combustion, it is quite sufficient
to make merely a determination of the oxygen,* for
the amounts of all other products of combustion are

of course depend-
ent upon the oxy-
gen, provided that
the furnace is not
giving off thick
clouds of smoke,
i.e. that, instead
of burning, the
fire merely smoul-
ders.

The tube for
taking off the
gases is intro-
duced into the
flue at a place
which is selected
with reference to
the points men-
tioned on p. 3.
It is convenient
to connect the
tube with a bot-
tle aspirator made
of ordinary sheet-
zinc (see Fig. 88).
The water is al-
lowed to drop from A into J?, and its flow can easily
be so regulated that the water will flow out of A
once in six, twelve, or twenty-four hours. The
analysis of this gas sample gives the average com-

